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Abstract This study evaluated the correlation between

three strip-type, colorimetric tests and two laboratory

methods with respect to the analysis of salivary buffering.

The strip-type tests were saliva-check buffer, Dentobuff

strip and CRT� Buffer test. The laboratory methods

included Ericsson’s laboratory method and a monotone

acid/base titration to create a reference scale for the sali-

vary titratable acidity. Additionally, defined buffer solu-

tions were prepared and tested to simulate the carbonate,

phosphate and protein buffer systems of saliva. The cor-

relation between the methods was analysed by the Spear-

man’s rank test. Disagreement was detected between

buffering capacity values obtained with three strip-type

tests that was more pronounced in case of saliva samples

with medium and low buffering capacities. All strip-

type tests were able to assign the hydrogencarbonate,

di-hydrogenphosphate and 0.1% protein buffer solutions to

the correct buffer categories. However, at 0.6% total

protein concentrations, none of the test systems worked

accurately. Improvements are necessary for strip-type tests

because of certain disagreement with the Ericsson’s labo-

ratory method and dependence on the protein content of

saliva.

Keywords Strip-type test � Buffer capacity �
Buffer value � Human saliva � Titratable acidity

Introduction

Although dental caries is considered to be the most

common disease affecting the human race, the prevalence

of dental erosion has been increasing steadily [1, 2].

Dental caries and erosion are known to be multifactorial

diseases [2, 3]. To prevent further progression of both

entities, it is important to detect the risk factors as early as

possible so that appropriate preventive measures can be

initiated. In both cases, nutritional and patient-related

factors are of importance [4, 5]. While nutritional factors

may be changed by the patients, physiological features

such as saliva or its buffering capacity are difficult to be

improved. Saliva is vital for the maintenance of the

integrity for the teeth and the soft tissues. Its lubricating

effect keeps the oral mucosa moist and helps in eating,

swallowing and washing away food remnants trapped in

inaccessible intraoral sites. In addition, its neutralising and

remineralising properties are of utmost importance for

healthy tooth structures [6]. The quality and quantity of

saliva are the main parameters to consider [7]. The quality

of saliva is defined by its protein content, viscosity, pH

and buffering capacity, but the quantity is related mostly

to the flow rate. The latter is the main subject at numerous

clinical investigations [3].
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The buffering capacity is one of the many parameters

monitored in the clinic. It has been recommended to be a

part of caries risk assessment, although the relationship

between salivary buffering and caries is controversial and

frequently discussed [3, 8]. Recent findings showed that

low buffer capacity was significantly associated with

severe erosion [2, 9]. In this study, normal salivary flow

was found in 92%, but low salivary buffering (10.4%) was

associated with erosion into the dentin [9].

The buffering capacity of saliva involves three buffer

systems, namely the carbonate, phosphate and protein

buffers [10, 11]. These systems work in different pH ran-

ges. While the optimal buffering for the phosphate and

carbonate systems occurs at pH 7.2 and 6.3, respectively

(25�C), buffering below pH 5 is based on the protein sys-

tem [10]. To assess the buffering capacity of saliva,

Ericsson’s laboratory method is accepted as the gold

standard [12]. The method is based on the measurement of

the salivary pH value after a certain amount of HCl is

added to collected saliva, followed by a waiting period of

20 min for the elimination of carbon dioxide. The pH value

is then measured, and the buffering capacity is labelled as

high, medium or low according to defined pH values [12].

Since this analytical method is time-consuming and

requires a specific device for pH measurement, colori-

metric or so-called strip-type buffer tests have been

developed with the aim of simplifying the procedure. They

are commonly used to determine the salivary buffering

capacity level for the assessment of the caries risk of an

individual [13]. These tests follow the principle of a

reverse titration. Accordingly, a thin carrier layer con-

taining a dried acid and an indicator is soaked with one

drop of saliva for a defined time. During this time period,

the acid is neutralised by the salivary buffer systems.

Depending on the extent of neutralisation, a colour change

occurs. The colour is compared with those on the three-step

colour code chart and thus the buffering capacity is cate-

gorised as low, medium or high [14]. Although the tech-

nique seems to be simple, incorrect categorisation of the

saliva samples sometimes occur. Moreover, there may be

disagreements between the categories or category labels

among different brands.

To the best of our knowledge, no thorough comparison

of a correlation between various salivary buffering capacity

measurement procedures has been made. Therefore, the

aims of the current study were: (1) to evaluate the corre-

lation between three strip-type buffer tests and two quan-

titative laboratory methods using human saliva; (2) to

determine whether the strip-type tests are able to assign the

artificial buffer solutions to the correct buffer categories;

(3) to give preliminary estimation of the reasons for dis-

agreement between different analytical procedures.

Materials and methods

Saliva samples

A total of 31 unmedicated healthy volunteers, aged 25 to

50 years, participated in the study. They refrained from

eating, drinking, smoking and performing oral hygiene

procedures for 2 h before saliva collection. All samples

were collected over 5 min, under standard paraffin stimu-

lated conditions, between 9:00 and 10:00 a.m. [15]. Ethical

approval was obtained from the Ethical Committee of Bern

University, Switzerland (No. 012/07). The procedures were

explained to the subjects and their consent obtained.

All experiments were performed by one investigator and

carried out in open system. The buffer capacity of the

saliva samples, defined buffer solutions and purified human

salivary proteins, were assessed by three strip-type colori-

metric tests and two quantitative laboratory methods.

Precipitation, dialysis and quantification

of salivary proteins

Ammonium sulphate (Merck for analysis, Damstadt,

Germany) was added to 10 ml of freshly collected stim-

ulated saliva under constant stirring at 4�C. When 75%

ammonium sulphate saturation was obtained, the mixture

was stirred for an additional period of 30 min. After

centrifugation at 14000 rpm on a Hicen 21 centrifuge

(Jepson Bolton, Watford, England) for 30 min at 4�C, the

supernatant was removed and the precipitate was dis-

solved in 5 ml of deionised water. To remove all inor-

ganic ions, the solution was dialysed at 4�C (Sigma

dialysis sacks D6191-25EA, Sigma, Buchs, Switzerland)

against deionised water overnight. After dialysis, the

volume of the dialysed solution was adjusted to 10 ml

and used as a buffer solution [16]. The salivary protein

concentration was determined according to the Bradford

method [17].

Defined buffer solutions

Defined buffer solutions were used to simulate the car-

bonate, phosphate and protein buffer systems of saliva.

Therefore, they were tested both individually and in vari-

ous combinations of concentrations known to be typical for

saliva [16].

For the protein buffer system, amyloglucosidase, lyso-

zyme and a-amylase were tested. For this purpose,

amyloglucosidase from Aspergillus niger, lysozyme from

hen egg and a-amylase from Bacillus subtilis (Fluka

Biochemika, Buchs, Switzerland) were used.

The solutions were prepared as follows.
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Di-hydrogenphosphate solution

In 1000 ml of deionised water, 0.41 g (3 mmol/l) or 0.68 g

(5 mmol/l) KH2PO4 (Merck for analysis, Dietikon,

Switzerland) was dissolved.

Hydrogencarbonate solution

In 1000 ml of deionised water, 0.42 g (5 mmol/l), 0.84 g

(10 mmol/l), 1.68 g (20 mmol/l), 3.36 g (40 mmol/l) or

5.04 g (60 mmol/l) of NaHCO3 (Merck for analysis,

Dietikon, Switzerland) was dissolved.

Hydrogencarbonate and di-hydrogenphosphate solutions

In 1000 ml of deionised water, 0.42 g (5 mmol/l) NaHCO3

and 0.68 g (5 mmol/l) KH2PO4, 0.84 g (10 mmol/l)

NaHCO3 and 0.41 g (3 mmol/l) KH2PO4, 1.68 g

(20 mmol/l) NaHCO3 and 0.41 g (3 mmol/l) KH2PO4,

3.36 g (40 mmol/l) NaHCO3 and 0.41 g (3 mmol/l)

KH2PO4, or 5.04 g (60 mmol/l) NaHCO3 and 0.41 g

(3 mmol/l) KH2PO4 were dissolved.

Salivary protein solution

The freshly prepared salivary proteins from 10 ml of saliva

(as described before) were dissolved in 10 ml of deionised

water.

Artificial protein solutions

In 10 ml of deionised water, 0.01 g (0.1%, 10.2 lmol/l)

amyloglucosidase from A. niger and 0.05 g (0.5%,

342 lmol/l) lysozyme from hen egg were dissolved.

a-Amylase solution

In 10 ml of deionised water, 0.01 g, (0.1%, 13.7 lmol/l) of

a-amylase from B. subtilis was dissolved.

Hydrogencarbonate, di-hydrogenphosphate

and protein solutions

In 10 ml of deionised water, 0.84 g (10 mmol/l)

NaHCO3, 0.41 g (3 mmol/l) KH2PO4 and 0.01 g (0.1%,

10.2 lmol/l) amyloglucosidase from A. niger and 0.05 g

(0.5%, 342 lmol/l) lysozyme from hen egg were

dissolved.

After adjustment to pH = 7, all solutions were stored in

gas-proof closed vessels.

Laboratory reference methods

Titration method

Two ml of the analytes (saliva, defined buffer solution or

purified human salivary proteins) was placed in a vessel in a

water bath and stirred at 37�C. First, 1 ml of NaOH

(0.01 mol/l) was added to approach the buffer range of di-

hydrogenphosphate (pH 6.2–8.2), and then 6 ml of HCl

(0.01 mol/l) was added in steps of 40 ll. The pH value was

measured after each addition step by an automated titration

system (Mettler-Toledo DL53 and Software Lab X pro V

2.10.000). The amount of acid or base used was plotted

against the measured pH. The obtained titration curve was

used to determine the titratable acidity. For the determina-

tion of the titratable acidity, the first derivative (y0 = DpH/

DC) was plotted against the pH. The inflection coordinates

were taken at the point of the highest slope. DC is the amount

of the titrator used (acid/base), and DpH is the change in pH

caused by the addition of the titrator. The reference mea-

sured by acid base titration was used to create an analogue

scale for the titratable acidity of the saliva samples.

Ericsson method

One ml of saliva or one of the defined buffer solutions was

placed in a tube with 3 ml of HCl (0.005 mol/l). After a

waiting period of 20 min for the elimination of carbon

dioxide by air bubbling, the pH of the solution was mea-

sured. pH values C5.6 were considered as ‘‘high’’, whereas

those ranging from 4.1 to 5.5 were labelled as ‘‘medium’’

and those B4 were defined as ‘‘low’’ [18].

Colorimetric strip-type tests

Each sample was tested twice with the laboratory methods

and strip-type tests. In the event that an inconsistent colour

was obtained with a strip-type test (in 6 cases), it was

repeated a third time to make a decision about the colour of

the sample.

Saliva-check buffer (GC Corporation, Tokyo, Japan)

The strips were placed on an absorbent surface. One drop

of saliva or defined buffer solution was dispensed onto the

three test pads of one strip. Then, the strips were rotated by

90� to remove excess saliva from the test pads to the

absorbent surface. After 2 min, the colour of each of the

three test pads on each strip was assigned to the standard

colour chart and the corresponding numerical value. The

mean of the three numerical values was calculated to

obtain the final result (very low, low and normal/high).
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Dentobuff strip (Orion Diagnostica, Espoo, Finland)

The strips were placed on an absorbent surface. One drop

of saliva or defined buffer solution was dispensed onto the

test pad. After 5 min, the colour of the test pads on each

strip was assigned to the standard colour chart to obtain the

final result (low, intermediate, high).

CRT�buffer test (Ivoclar Vivadent, Schaan, Liechtenstein)

The strips were placed on an absorbent surface. One drop

of saliva or defined buffer solution was dispensed onto the

test pad. Then, the strips were rotated by 90� to remove

excess saliva from the test pads to the absorbent surface.

After 5 min, the colour of the test pads on each strip was

assigned to the standard colour chart to obtain the final

result (low, medium, high).

Statistical evaluation

The results from five test systems obtained for human

saliva were sorted according to the ascending titratable

acidity values obtained by the reference method ranging

from 10 to 22.6 mmol/l (No. 1–31). To make a statistical

comparison, the colour code value was replaced with

numerical values 1, 2 or 3 (Table 1). The titratable acidity

was referred to ranks 1, 2 or 3 according to the Ericsson

method and the results were then subjected to Spearman’s

rank correlation. The level of significance was set at

a = 0.001.

Disagreement

The disagreement referred to the discrepancy between

category numbers was defined by different applied tests

for the same probe. For example, intermediate level of

buffering capacity (category 2) was detected for subject

2 (see Table 2) by Dentobuff strip, while other tests

showed low buffering capacity (category 1). This is

considered as a disagreement and shown by an asterisk

in Table 2.

Results

Human saliva samples

Table 2 shows the results sorted according to the ascending

titratable acidity values determined by the reference

method. When the different methods were compared, some

disagreements (*) were obvious. In the range from 11 to

17 mmol/l, 10 test disagreements were detected and

marked with asterisks in Table 2. The different test systems

had an overlapping zone of 1.6 and 6.6 mmol/l for category

1 (low, very low) and for category 3 (high, normal/high),

respectively. In category 2 (medium, intermediate, low),

the overlapping zone of all tested systems was only

0.6 mmol/l (Fig. 1, zone II).

A summary of the correlations among the test systems is

shown in Table 3. There was no significant difference

between the results of the three strip-type tests and Erics-

son’s laboratory method (p \ 0.001). The highest correla-

tion between two tests was found for Ericsson and titration

methods.

Defined buffer solutions

For 20 mmol/l hydrogencarbonate, the data of the Dento-

buff strip did not correspond to the result obtained by the

Ericsson method. The buffering capacity of 10 mM

NaHCO3, 3 mM KH2PO4, 0.1% amyloglucosidase and

0.5% lysozyme for CRT� buffer and Dentobuff strip tests

disagreed with that obtained by the Ericsson method.

Furthermore, the buffering capacity of 0.1% amylogluco-

sidase and 0.5% lysozyme was not measurable by saliva-

check buffer (Table 4).

Discussion

The current study evaluated the correlation between three

commercially available strip-type saliva buffer test systems

and laboratory-based buffer methods. The results of this

study revealed that all of the strip-type tests used were

faster, less labour intensive and easier to handle than the

Table 1 Assigned categories of the buffering capacity for Ericsson’s method, CRT� buffer, Dentobuff strip and saliva-check buffer

Category Ericsson method CRT� buffer Dentobuff strip Saliva-check buffer

1 Low Low Low Very low

2 Medium Medium Intermediate Low

3 High High High Normal/high
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laboratory methods. Moreover, the costs of all three strip-

type tests for one saliva sample were approximately in the

same range. The costs of the laboratory methods, on the

other hand, were estimated to be much higher.

In 31 patients, 10 disagreements were found (32%)

when human saliva was assessed. This implies a low level

of agreement from a clinical point of view, although

the statistical analysis showed significant correlation. The

Ericsson method had one outlier when compared with the

monotone titration. Nevertheless, Ericsson method is con-

sidered as a gold standard.

The buffering capacity and saliva flow rate of a patient

provide information and help dentists in determining

proper preventive dental programmes [19, 20]. The med-

ium and low buffering capacities are of importance for

dental health. It has been recently shown that low buffering

capacity is associated with more severe grades of erosion

[9], a fact that may explain the earlier anomalous findings

concerning the association between salivary buffering

capacity and dental erosion [9]. In this study, the salivary

buffering capacity judged by the Dentobuff strip test as

high (category 3 from 14.2 to 14.6 mmol/l) was classified

as category 2 with all other test systems. Similarly,

according to saliva-check buffer test, the buffer range from

11.8 to 12.2 mmol/l was assigned to category 2 (labelled

with low), whereas the same buffer range was assigned to

category 1 and category 2 by the Dentobuff strip test

(labelled with low and intermediate) and to category 1 by

the CRT� Buffer and Ericsson method (labelled with low).

Therefore, it seems reasonable to seek for the proper strip-

type test. In this regard, Dentobuff strip test, for instance,

showed low levels of agreement of medium category and

Table 2 Allocation of human

saliva buffering capacity to the

different categories using three

strip-type tests as well as two

laboratory test methods

Disagreements are marked with

asterisk

Subject

no.

Titratable

acidity

(mmol/l)

Ericsson

method

(rank)

CRT�

buffer

(rank)

Dentobuff

strip

(rank)

Saliva-check

buffer (rank)

Disagreement

1 10 1 1 1 1

2 11 1 1 2 1 *

3 11 1 2 2 2 *

4 11.4 1 1 1 1

5 11.6 1 1 1 1

6 11.6 1 1 1 1

7 11.8 1 1 1 2 *

8 12.2 1 1 2 2 *

9 13.4 2 2 2 2

10 13.4 2 2 2 2

11 13.6 2 2 2 2

12 14 2 2 2 2

13 14.2 2 2 3 2 *

14 14.4 2 2 3 2 *

15 14.6 2 2 3 2 *

16 14.6 2 2 2 2

17 15.4 2 2 2 2

18 16 3 3 3 3

19 16.6 3 2 3 3 *

20 16.6 3 3 3 3

21 16.8 2 1 2 2 *

22 16.8 3 3 3 3

23 17 3 2 3 3 *

24 17 3 3 3 3

25 17 3 3 3 3

26 17.2 3 3 3 3

27 17.6 3 3 3 3

28 17.6 3 3 3 3

29 20.6 3 3 3 3

30 20.6 3 3 3 3

31 22.6 3 3 3 3
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Fig. 1 Allocation of human

saliva to the different categories

using three strip-type tests and

Ericsson laboratory method.

Zones I, II and III show the

range of category agreement for

categories 1, 2 and 3,

respectively. The white areas
represent the zones where the

titratable acidity of the saliva

did not allow an allocation

Table 3 Spearman’s rank correlation between the different methods, p \ 0.001

CRT� buffer test Dentobuff strip Saliva-check buffer Ericsson method Titration method

CRT� buffer 1 0.83 0.88 0.9 0.83

Dentobuff 1 0.85 0.87 0.83

Saliva-check 1 0.95 0.92

Ericsson 1 0.97

Table 4 Allocation of the artificial buffer solutions to the different categories using three strip-type tests as well as two laboratory test methods

Bicarbo-

nate (mM)

Di-hydrogen-

phosphate (mM)

Proteins Titratable acidity

(mmol/l)

Ericsson

(rank)

CRT� buffer

(rank)

Dentobuff

strip (rank)

Saliva-check

buffer (rank)

Disagreement

or n.a

5 – – 3.6 1 1 1 1

10 – – 7 1 1 1 1

20 – – 15 2 2 3 2 *

40 – – 30.2 3 3 3 3

60 – – 47 3 3 3 3

– 3 – 2 1 1 1 1

– 5 – 3.2 1 1 1 1

5 5 – 5.8 1 1 1 1

10 3 – 8 1 1 1 1

20 3 – 18.8 3 3 3 3

40 3 – 36 3 3 3 3

60 3 – 52.9 3 3 3 3

– – SP 0.1% 1.1 1 1 1 1

– – a-Am 0.1% 9.8 1 1 1 1

– – Ag 0.1% Ly 0.5% 6.4 1 1 1 n.a. *

10 3 Ag 0.1% Ly 0.5% 13.4 2 1 1 2 *

Disagreements or not defined values (n.a) are marked with asterisk

Ag Amyloglucosidase from Aspergillus niger, Ly lysozyme, a-Am a-amylase from Bacillus subtilis, SP salivary proteins, n.a. no available colour

can be evaluated according to the manufacturer’s instruction
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less measuring reliability. Additionally, it can be concluded

that there is a general ambiguity concerning the category

ranking among studies that were done with different test

systems [21–25]. This implies that a one-to-one compari-

son cannot be made between the data presented in those

reports.

This study also highlights that further improvements are

necessary for strip-type tests. Besides, it is the titratable

acidity that is actually measured by these tests, and not the

buffering capacity as claimed in the manual. The strip-type

buffer tests are based on the method developed by Ericson

and Bratthall [18], who adapted a laboratory method [26].

All of the investigated strip-type tests follow the principle

of a reverse titration. The acid on the strip is neutralised by

the salivary carbonate, phosphate and protein buffer sys-

tems. Each buffer molecule (HCO3
-, HPO4

2-) neutralises

one acid-derived proton (H3O?). In a commercially avail-

able strip-type buffer test, the change in the buffer con-

centration is directly linked to the concentration change in

acid-derived protons (H3O?) and hence the pH. Change in

the proton (H3O?) concentration is linked to the colour of

the indicator. Depending on the extent of neutralisation of

the acid on the test pad, the pH of the acid–saliva mixture

rises (as the (H3O?) concentration decreases) and the

indicator changes colour. The unaided human eye is able to

observe a colour change when the ratio between the two

colours is at least 1:10. An indicator equation pH = pKa ?

log (Ind-/Hind) shows the relationship between the ana-

lysed pH and indicator protonation. Here, Ind- represents

the deprotonated indicator, Hind is the protonated indicator

and pKa is the acid constant of the indicator. It is evident

that for a visible colour change of the indicator on the test

strip, the pH has to change by at least one unit. After

neutralisation, the monitored colour of the test pad is read

out and compared to a three-step colour code chart. Each

colour represents a category by a label (e.g. low, medium

and high). Hence, the test kits measure the titratable acidity

in a logarithmic scale that is expressed as three categories.

This transformation of an analogue scale into a logarithmic

scale allows a fast but technically not elaborated mea-

surement of the titratable acidity.

The buffer value b, which is not assessed by any of the

commercial strip-type tests or Ericsson’s laboratory

method, was defined by Van Slyke with the differential

equation b = -dC/dpH where dC is the infinitesimal

amount of the titrator used (acid/base), and dpH is the

infinitesimal change in pH caused by the addition of the

titrator [27]. For practical reasons, the buffer value b is

calculated as the difference quotient b = -(C1 - C2/

pH1 - pH2), which can be simplified to b = -DC/DpH,

where DC is the amount of the titrator used (acid/base), and

DpH is the measured change in pH caused by the addition

of the titrator. In dental literature, the term buffer capacity

has been used by some authors to describe the titratable

acidity. However, the buffer capacity was defined as the

‘‘differential buffer capacity’’ by others to distinguish it

from titratable acidity [28]. The titration method for the

determination of b has a widespread use in dental sciences.

However, the buffer value b cannot be assessed by the use

of the investigated strip-type tests. Currently, there is no

method other than acid/base titration of saliva to determine

its buffer values, as the buffer value can be determined for

each point of a titration curve. In the present study, the

open system that was used for the titration experiments

would allow carbon dioxide to evaporate and accordingly

increase the buffer capacity significantly within the phys-

iological pH range [29].

Furthermore, the results obtained with the strip-type

tests may be influenced by the subjectivity of an examiner.

Since variations in the colour determination of the exam-

iners may be large, various errors can occur [30]. The

viscosity of the saliva, which is related to the protein

content, should also be considered as another factor that

may hamper the use of strip-type tests. The viscosity may

affect the size of the saliva drop added from the supplied

pipette and thus change the surface wetting for saliva. The

latter can influence the final colour of the indicator

obtained after 5 min of incubation. Furthermore, the saliva

drop tested on the strips was clearly excessive for CRT

buffer and saliva-check tests, since the excess of saliva had

to be removed. The results would then depend on the rate at

which acid diffused out of the strip into the saliva and the

time interval before the excess of saliva was removed. The

latter might lead to detection error.

All strip-type tests were able to assign the prepared hy-

drogencarbonate and di-hydrogenphosphate to the correct

buffer categories of low, medium and high. Only in case of

20 mmol/l hydrogencarbonate, the buffering capacity was

judged as high (category 3) by the Dentobuff strip test,

whereas all other test systems referred to category 2. Thus, the

definition of the measured categories by Dentobuff strip test

differs compared to the other applied test systems (Fig. 1).

The protein buffer system seems to play a more signif-

icant role than previously reported [10, 16]. The total

protein concentration of amyloglucosidase and lysozyme

was at the upper limit of salivary protein concentrations

defined in the literature. The concentration of 0.1%

amyloglucosidase was significantly lower in contrast to

0.5% lysozyme content. However, 81% of the protein

buffering capacity at pH 4.3 is based on amyloglucosidase

[16]. The concentration of amyloglucosidase alone did not

exceed the protein content typically found in stimulated

saliva. All strip-type tests were able to correctly assign

salivary protein buffer solution of 0.1% concentration as

well as 0.1% amylase. However, when a mixture of 0.1%

amyloglucosidase and 0.5% lysozyme was applied, none of
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the test systems worked accurately. This mixture was

shown to provide almost identical buffer attributes as

human salivary protein [16]. We speculate that the lower

surface tension of the high protein saturated solutions could

have an impact on the buffer capacity detection. It has been

suggested earlier that the surface tension of a solution is

connected to the buffer properties of the dissolved sub-

stance in case of non-physiological media [31–33].

Therefore, one can assume that there is a relation between

the detected buffer value of saliva and physical parameters

such as surface tension or refractive index. To the best of

our knowledge, this is the first report to describe the con-

nection between the measured buffering capacity and

physical properties of saliva. More investigations will be

carried out to elucidate this relationship. Particularly, sur-

face tension of protein solutions can be varied to study its

role in the detection of salivary buffering capacity of

physiological fluids. Further experimental study and results

will be published elsewhere. Future research on this topic

will contribute to the development of fast, reliable and

compatible methods for unambiguous assessment of human

salivary buffering capacity.

In summary, within the limits of the current research, it

is concluded that there is a best agreement among results

provided by strip-type systems in patients with high buf-

fering capacity. However, certain disagreement of the

buffering capacity was observed for patients with medium

or low values. In addition, categories may differ from each

other since ‘‘low’’ buffering capacity in one brand is

labelled as ‘‘medium’’ in another. Those findings should be

taken into consideration when diagnosing the caries and/or

erosion risks of a patient with medium or low buffering

capacity as well as when comparing results from different

dentists or research fields, such as clinical trials. Further-

more, this study shows that the presence of proteins in the

analysed solution has an impact on the determination of the

buffering capacity by the colorimetric test.
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