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359 stimulation tests were acquired. Our results suggest 
that accelerometric evaluation detects tremor changes more 
sensitively than subjective visual ratings. The effective 
stimulation current amplitudes identified from the quanti-
tative data (1.1 ± 0.8 mA) are lower than those identified 
by visual evaluation (1.7 ± 0.8 mA) for similar improve-
ment in tremor. Additionally, if these data had been used 
to choose the chronic implant position of the DBS lead, 15 
of the 26 choices would have been different. These results 
show that our method of accelerometric evaluation can 
potentially improve DBS targeting.

Keywords Deep brain stimulation · Intraoperative 
monitoring · Acceleration · Tremor · Parkinson’s disease · 
Essential tremor

1 Introduction

Parkinson’s disease (PD) and essential tremor (ET) are 
common movement disorders [46]. Deep brain stimulation 
(DBS), in which electrical leads are surgically implanted in 
the thalamic, subthalamic, or pallidal region of the brain, 
is a highly effective symptomatic treatment of these con-
ditions [12]. The leads are connected to a subcutaneously 
implanted impulse generator (neurostimulator). Unlike 
ablative surgery, DBS is reversible and adaptable in the set-
ting of progressively worsening disease. Over the past three 
decades, more than 100,000 patients have been treated with 
DBS around the world [39].

In many centers, DBS surgery is performed under local 
anesthesia to enable intraoperative stimulation tests [1] 
mostly through a specific exploration electrode, for direct 
observation of the therapeutic effect of stimulation and of 
side effects. The therapeutic effects induced by stimulation 

Abstract Deep brain stimulation (DBS) surgery is exten-
sively used in the treatment of movement disorders. Nev-
ertheless, methods to evaluate the clinical response dur-
ing intraoperative stimulation tests to identify the optimal 
position for the implantation of the chronic DBS lead 
remain subjective. In this paper, we describe a new, ver-
satile method for quantitative intraoperative evaluation of 
improvement in tremor with an acceleration sensor that is 
mounted on the patient’s wrist during surgery. At each ana-
tomical test position, the improvement in tremor compared 
to the initial tremor is estimated on the basis of extracted 
outcome measures. This method was tested on 15 tremor 
patients undergoing DBS surgery in two centers. Data from 
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tests are visually evaluated and rated in different ways by 
different centers, but always with the same underlying con-
cept: either the observer directly rates the improvement 
of a symptom (e.g., tremor) in response to stimulation, or 
the observer rates the severity of the symptom both with-
out and with stimulation using a clinical scale such as the 
Unified Parkinson’s Disease Rating Scale (UPDRS [9]). 
Previous studies have revealed that such ratings have a low 
inter-rater [26, 33] and intra-rater [33] reliability because 
of their subjectivity and their high dependence on the expe-
rience of the evaluating neurologist [11]. Moreover, pen 
and paper are used to note down the subjective ratings of 
the therapeutic effects and side effects that are observed at 
varying stimulation parameters and positions; retrospec-
tive comparisons once the testing is completed are difficult 
and dependent on human memory. If the measurement and 
evaluation of changes in tremor were performed quantita-
tively, these limitations could be overcome.

Numerous methods with different sensors, including 
EMG [2, 15, 17, 25, 44], spirograms [7, 37], and gyro-
scopes [23, 32, 38], have been used to quantify tremor. 
Accelerometers have been applied outside the operating 
room (OR) for a wide variety of purposes, e.g., to charac-
terize pathological tremor [8, 13], to compare it with physi-
ological tremor [20, 35, 36], and to evaluate the severity 
and evolution of tremor [28, 29, 40] and the tremor-allevi-
ating effect of drugs or DBS [22, 36, 47]. Pulliam et al. [34] 
used motion sensors during postoperative DBS pulse gen-
erator programming to develop automated programming 
algorithms and concluded that objective assessment can 
improve patients’ outcomes. These methods, however, were 
developed to evaluate tremor outside the OR and cannot 
be used in their current form during surgery, for multiple 
reasons. The patient has only limited freedom of movement 
during surgery, compared to preoperative or postoperative 
examination; to be useful, intraoperative tremor assessment 
must be performed at many different positions of the test 
electrode and at a variety of stimulation current amplitudes; 
and the surgical team’s access to the patient and the level of 
patient comfort are especially important considerations in 
the design of systems for intraoperative use.

For these reasons, unlike the numerous methods men-
tioned above for tremor assessment outside the OR, intra-
operative quantitative tremor assessment has only rarely 
been described in the literature. These descriptions were 
mostly for research purposes, for example the one-time use 
of inertial sensors during a thalamotomy [21], the evalu-
ation of the effect of non-constant inter-pulse intervals of 
DBS stimulation on tremor [4], or the identification of a 
target structure by spectral correlation of a tremor signal 
from goniometers with the electrophysiological signal from 
microelectrode recording [43]. To our knowledge, only 
Journee et al. [14] and Papapetropoulos et al. [27] evaluated 

tremor intraoperatively in a relatively large patient cohort. 
Their tests, however, seem to have been performed by stim-
ulating through the chronic DBS lead in order to ascertain 
the optimal stimulation parameters, rather than through 
exploratory test electrodes of the type used in most centers 
to find the optimal target site for stimulation. None of these 
methods were used to help determine the best site for DBS 
lead implantation, nor were any of them implemented in 
more than a single surgical center or as a part of the regu-
lar surgical protocol for DBS. Additionally, to the best of 
our knowledge, the correlation between the intraoperative 
visual (subjective) and quantitative evaluations has not yet 
been thoroughly investigated.

This study presents a method designed for the specific 
purpose of quantitatively estimating changes in tremor dur-
ing intraoperative stimulation tests through an exploratory 
electrode to identify the optimal position for implantation 
of the chronic lead in routine DBS surgery. It tries to over-
come the limitations of previous methods by recording data 
in parallel to conventional subjective visual evaluation, by 
recording baseline activity before each stimulation test, 
and by synchronizing the data with the electrophysiology 
system. The aim of the present study was to evaluate the 
feasibility and adaptability of the method by applying it to 
15 patients undergoing DBS surgery in two clinical centers. 
Furthermore, the correlations between the recorded accel-
erometric data and the visual evaluations during surgery 
were studied to better understand the similarities and dif-
ferences of the two evaluation methods.

2  Materials and methods

2.1  Surgical protocol

In order to design a method for intraoperative use, the DBS 
surgical procedure has to be understood, which, in most 
centers, can be summarized in 4 steps as follows: (1) the 
anatomical target and the best path to reach it are defined on 
the patient images during pre-surgical planning. An elec-
trode trajectory or, in many cases, multiple closely spaced 
parallel trajectories through the target region are selected 
for intraoperative testing. (2) At surgery, intraoperative 
exploratory electrodes are inserted along the chosen trajec-
tory or trajectories, and the target region is electrophysi-
ologically mapped with microelectrode recording (MER). 
(3) After MER, stimulation test is administered at various 
locations, and the therapeutic effects and side effects are 
observed. The visually observed improvement in tremor 
(IV), the amplitude of the stimulating current that brought 
about this improvement (AV), and the lowest stimulation 
current amplitude at which a side effect is observed (side-
effect threshold) are noted for each site of stimulation. (4) 
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The site for implantation of the chronic DBS lead is chosen 
to be one with low AV and a large difference (“therapeutic 
window”) between AV and the side-effect threshold. Opti-
mally, the target site should be one among a group of adja-
cently located sites that all have a large therapeutic window.

We aimed to design the acceleration recording system to 
be usable in multiple clinical centers with few or no modi-
fications. Patients from two different clinical centers were 
included: from the University Hospital in Clermont-Fer-
rand, France (Center 1), and from the Inselspital in Bern, 
Switzerland (Center 2). Although the basic surgical steps in 
these centers correspond to the ones described above, there 
are significant differences in how these steps are config-
ured and executed. Table 1 lists the various surgical steps 
and the configuration used in the two centers which were 

considered when developing the quantitative symptom eval-
uation system. In Center 1, stimulation tests are performed 
at various preoperatively chosen positions on the trajectories 
(between 10 and 18 per hemisphere) and only the highest 
improvement in tremor and the corresponding stimulation 
current amplitude are noted for each stimulation position 
(one improvement noted per position). In Center 2, stimu-
lation tests are performed only at a few positions (between 
2 and 6 per hemisphere) chosen on the basis of the elec-
trophysiological activity observed during MER, but the 
improvement in tremor is noted for each stimulation current 
amplitude (between 4 and 8 improvements noted per posi-
tion). In addition, in Center 1, the stimulation current is var-
ied from 0 to 3 mA in steps of 0.2 mA for each stimulation 
test position, whereas, in Center 2, the stimulation current 

Table 1  Details of the configuration and execution of surgical steps in the two clinical centers that were considered when designing the adapt-
able accelerometer recording system

Surgical step Center 1 Center 2

Pre‑surgical planning Direct visual targeting Combination of AC/PC based and direct visual 
targeting

Number of trajectories per hemisphere 2 1 to 2

Intraoperative MER Yes Yes

 No. of explored positions per trajectory 5–10 15 or more

 Distance of first position from target 
(=0 mm)

Based on pre-surgical planning 10 mm

 Distance between positions 1 mm 1 mm (5–10 mm)
0.5 mm (4.5 mm to target)

Intraoperative stimulation tests through 
exploration electrode

Yes Yes

 Test positions All MER positions Chosen based on MER data (2 to 6 per hemi-
sphere)

Stimulation pattern Current-controlled Current-controlled

 Range (mA) 0–3 0–4

 Step size (mA) 0.2 0.5 or 1

Visual evaluation of baseline tremor At every position just before start of test 
stimulation

Before starting test stimulation of each hemi-
sphere.

Documentation of findings of intraoperative 
test stimulation

For each position of test stimulation For each position and amplitude of test stimula-
tion

 Level of improvement Maximum degree of improvement and the 
stimulation amplitude that induced it

The degree of improvement with stimulation at 
that position and amplitude

 Side effects Type and amplitude Type

Rating scale for tremor evaluation Direct relative improvement rating; 0–4 scale, 
worst (0) to best (4)

Absolute rating based on UPDRS; 0–4 scale, 
best (0) to worst (4)

 Before stimulation Baseline tremor defined as 0 Tremor severity based on UPDRS scale

 Tremor arrest 4 0

 Number of intermediate levels (indicated 
using underlining)

1 level (0, 0.5, 1, 1.5…) 2 levels (4, 4−, 3+, 3, 3−…)

Choice of chronic implant position for DBS 
lead

Stimulation test position among a group of 
adjacently located positions all having a 
large therapeutic window

Deepest stimulation test position with a large 
therapeutic window

 Stimulating contact Based on the adjacent positions having large 
therapeutic windows

Distal contact (number 0)

 Contact border Distal border
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range goes up to 4 mA and the step size is decided based on 
the observed response of the patient. These differences sig-
nificantly influence the data recording procedure.

The analysis of the acquired data is also altered because 
of some of the differences in the surgical procedure like 
the rating scales for tremor evaluation and the method used 
for choosing the chronic implant position of the DBS lead. 
In Center 1, the chronically stimulating lead is implanted 
at the position having a large therapeutic window itself as 
well as its adjacent positions, and the contact and its bor-
der are chosen in a manner permitting chronic stimulation 
at these adjacent positions if needed. In Center 2, the dis-
tal border of the distal contact is implanted at the deepest 
effective stimulation position making it possible to chroni-
cally stimulate other effective positions located proximally. 
Such differences should be considered when designing a 
method for intraoperative use in multiple clinical centers.

2.2  Acceleration data recording

A commercially available 3-axis acceleration sensor evalu-
ation board (STEVAL-MKI022V1,1 ST Micro, Geneva, 
Switzerland), with a sampling rate of 400 Hz and a range of 
8 g, was used to quantify changes in tremor. To facilitate its 
use in the OR, it was placed in an in-house-developed, non-
conductive printed plastic case (FullCure 830 Vero White, 
Stratasys, Eden Prairie, USA) that can be attached to the 
patient’s wrist with a Velcro strap (Fig. 1). The sensor eval-
uation board was interfaced with and powered by a laptop 
via a USB connection.

The data recording setup was approved for use in clini-
cal studies after multiple tests revealed its harmlessness to 
patients: The chosen 3D printing material was biocompat-
ible. Heating tests performed by continuously recording 
acceleration data for 5 h marginally raised the temperature 
of the case by 2.5 °C; the maximum duration of continu-
ous intraoperative recording was 15 min, which would not 
lead to any degree of heating that would be appreciable by 
the patient. Nevertheless, the Velcro strap made it possible 
to remove the sensor at any time at the patient’s request in 
case wearing it was uncomfortable. All the equipment was 
cleaned with disinfectant wipes before and after each use, 
and a new Velcro strap was used for each patient, to min-
imize potential sources of infection. To lessen the risk of 
leakage currents, the laptop was powered by battery only, 
rather than by line current.

1 STEVAL-MKI022V1 (data sheet: https://www.arrow.com/en/prod-
ucts/steval-mki022v1/stmicroelectronics or at authors) is no longer 
produced by the manufacturer. It has been replaced by STEVAL-
MKI089V1 evaluation board (data sheet: http://www.st.com/content/
st_com/en/products/evaluation-tools/product-evaluation-tools/mems-
motion-sensor-eval-boards/steval-mki089v1.html) which uses the 
same accelerometer (LIS331DLH) as in the present study.

For data recording and visualization, a computer appli-
cation (LemurDBS) has been developed in our laboratory 
in Java (Oracle Corporation, California, USA). In order to 
make the system adaptable to the varying DBS procedures 
in different clinical centers, software profiles can be made 
for individual centers to customize LemurDBS during the 
initiation phase to adapt it to the center’s surgical proce-
dure. In addition, the software can be further adapted for 
individual operations by providing certain details of the 
operation, such as the number of trajectories or number of 
positions at which stimulation tests would be performed. 
The important information to be obtained intraoperatively, 
for example the position and amplitude of the stimulation 
test, any observed side effects, and the threshold ampli-
tudes at which they arose, can be entered manually. Dur-
ing data recording, the acceleration data and extracted 
outcome measures (for details, see data analysis section) 
are visualized online to check the correct functioning 
of the system and to identify any fluctuation of the pre-
stimulation baseline tremor. All data are stored for offline 
analysis.

For data synchronization, the acceleration data record-
ing software was connected to the MicroGuide Pro (Alpha 
Omega Eng., Nazareth, Israel) or LeadPoint (Medtronic, 
Minneapolis, USA) electrophysiology systems that were 
used in the two centers for MER and stimulation tests 
(Fig. 1). A PhidgetInterfaceKit 2/2/2 board (Phidgets Inc. 
Calgary, Alberta, Canada) was used for this purpose. A 5 V 
CMOS signal was sent from LemurDBS to the MicroGuide 
Pro system at the beginning and end of each acceleration 
data recording. For the LeadPoint system, synchronization 
was obtained by acquiring time-stamped analog stimulation 
signal as measured by the non-stimulating electrode 2 mm 
away from the stimulating one.

Fig. 1  Intraoperative data recording setup. The acceleration sensor is 
inside a plastic case (top left), which is mounted on the patient’s wrist 
with a Velcro strap. The sensor is connected to our recording system 
(bottom left), which is also connected to the DBS system (bottom 
right) so that data from the two sources can be synchronized

https://www.arrow.com/en/products/steval-mki022v1/stmicroelectronics
https://www.arrow.com/en/products/steval-mki022v1/stmicroelectronics
http://www.st.com/content/st_com/en/products/evaluation-tools/product-evaluation-tools/mems-motion-sensor-eval-boards/steval-mki089v1.htmlwith
http://www.st.com/content/st_com/en/products/evaluation-tools/product-evaluation-tools/mems-motion-sensor-eval-boards/steval-mki089v1.htmlwith
http://www.st.com/content/st_com/en/products/evaluation-tools/product-evaluation-tools/mems-motion-sensor-eval-boards/steval-mki089v1.htmlwith
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As MER recording systems are very sensitive to noise, 
wired connections were used between the laptop, the accel-
eration sensor, and the electrophysiology system. The wire-
less system on the laptop was disabled to ensure that no 
wireless signals were emitted from our recording setup that 
could interfere with other systems in the OR.

No specific instructions were given to the patient or the 
surgical team for the data recording, which did not require 
any conscious effort or participation on their part and there-
fore did not prolong the operations.

2.3  Clinical application

Quantitative evaluation of change in tremor was carried out 
during DBS implantations of 15 patients, 9 in Center 1 and 

6 in Center 2. All patients were good candidates for DBS 
according to the international guidelines [16]. They gave 
written informed consent before surgery, and the experi-
mental procedures were approved by the respective Insti-
tutional Ethics Committee (Center 1: 2011-A00774-37/
AU905; Center 2: 2365—multicenter study together with 
the University Hospital in Basel). The details of surgery for 
each patient, including the number of trajectories explored 
and the number of stimulation tests on each trajectory, are 
provided in Table 2.

In Center 1, for patient 1, rigidity was also evaluated by 
the neurologist for short periods of 2–5 s and subsequently 
recorded during stimulation tests by moving the patient’s 
forearm. However, rigidity was only evaluated at stimu-
lation amplitudes at which the tremor was suppressed by 

Table 2  Details of the included patients and their surgical procedures

STN subthalamic nucleus, VIM ventral intermediate nucleus of the thalamus

Patient Surgical Center Disease Target structure Trajectory position (number of stimulation test positions on this trajectory)

Left side Right side

1 Center 1 PD STN Central (6) Central (9)

Posterolateral (5) Posterior (9)

2 Center 1 ET VIM Central (8) Central (7)

Posterolateral (8) Posterolateral (8)

3 Center 1 ET VIM Central (6) Central (7)

Posterior (6) Posterior (6)

4 Center 1 ET VIM Central (5) Central (7)

Posterior (5) Posterior (7)

5 Center 1 ET VIM Central (8) Central (8)

Posterior (8) Posterior (8)

6 Center 1 ET VIM Central (9) Central (5)

Posterior (9) Posterior (5)

7 Center 1 PD VIM Central (7) Central (7)

Posterior (7) Posterior (7)

8 Center 1 PD STN Central (7) Central (6)

Posterolateral (7) Posterolateral (6)

9 Center 1 ET VIM Central (8) Central (8)

Posterior (8) Posterior (8)

10 Center 2 PD STN Central (2) Central (1)

Lateral (1)

11 Center 2 PD STN Central (2) Central (2)

Medial (2)

12 Center 2 PD STN Central (2) Central (2)

Lateral (1) Lateral (1)

13 Center 2 PD STN Central (2) Central (4)

Medial (2) Medial (4)

Posterior (1) Posterior (2)

14 Center 2 ET VIM Central (2) Central (2)

Medial (2) Medial (2)

15 Center 2 PD STN Central (3) Central (2)
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stimulation. Patient 7 also exhibited rigidity as a symptom. 
However, during surgery, only the tremor was evaluated. 
Because of a software error during the implantation of the 
left hemisphere of patient 7, no synchronization signal was 
sent to the electrophysiology system. Hence, data from the 
left hemisphere could not be analyzed. The problem had no 
influence on the operation itself and was resolved before 
the neurosurgeons proceeded to the right hemisphere.

In Center 2, for patient 10, during the stimulation of the 
right hemisphere, no tremor was observed and rigidity was 
evaluated by a neurologist during the surgery. Patient 12 
had more tremor in the left lower limb than in the left hand; 
therefore, to test the versatility of the method, the accelera-
tion sensor was mounted on the foot in the distal metatarsal 
region. The visual evaluation was also based on rest tremor 
reduction in the patient’s foot. During implantation in the 
right hemisphere of patient 11, the acceleration sensor was 
unintentionally disconnected from the recording software, 
and for the right hemisphere of patient 13, no acceleration 
data were recorded because of waning battery power in the 
recording laptop.

2.4  Data analysis

The raw data recorded during DBS surgery as well as a first 
analysis were visualized in real time in LemurDBS during 
surgery. For ethical reasons, the results of the acceleration 
data analysis were not considered when the chronic implant 
position for the DBS lead was chosen (the study had been 
declared a purely observational study of the potential useful-
ness of a new method, and any influence of the intraopera-
tive accelerometric findings on surgical decision making was 
explicitly ruled out). An exhaustive data analysis was per-
formed postoperatively in MATLAB (Mathwork Inc., Mas-
sachusetts, USA) including a comparison between results of 
the accelerometric and visual evaluations. Statistical analy-
sis was performed with SOFA Statistics (Paton-Simpson & 
Associates Ltd, Auckland, New Zealand) and OriginPro 
(OriginLab Corporation, Massachusetts, USA).

2.4.1  Preprocessing

As a first step, the magnitude (square root of sum of squares) 
of every sample of the 3 different axes of acceleration data 
was calculated. In general, acceleration signals correspond-
ing to movements other than tremor were also present in the 
recorded data and could be clearly identified visually. Large 
movements, like those corresponding to rigidity evaluations, 
were ignored for real-time analysis and were manually elimi-
nated from the data sets during postoperative evaluation [48]. 
It was necessary to filter the acceleration data to extract the 
tremor signal while suppressing the effect of gravity and 

higher-order spectral harmonics. In addition, the filters had to 
be optimized for low computation time to allow for real-time 
evaluation. While previous studies have shown that PD and 
ET have a dominant frequency between 3 and 12 Hz [18], 
our data showed a range of 3–6 Hz. Based on this, a 2-step 
process was employed to filter the data. (1) A time-varying 
high-pass filter called “smoothness priors” [48], with a cutoff 
frequency of 2 Hz [20], was used to remove low-frequency 
trends and the effect of gravity. (2) A second-order Butter-
worth low-pass filter was tested with cutoff frequencies from 
10 to 30 Hz in steps of 5 Hz. In the present study, a cutoff 
frequency of 10 Hz was used because of adequate suppres-
sion of higher-order (2 and more) harmonics and digital noise 
without altering the outcome measures or the calculated 
improvement in tremor. Nevertheless, the cutoff frequency 
can be adapted to accommodate unexpected variations in 
tremor frequency. For postoperative analysis, synchroniza-
tion markers and stimulation amplitude from the data for each 
stimulation test position were imported into MATLAB. For 
data coming from the Alpha Omega system, Neuroexplorer 
(Nex Technologies, Madison, Alabama, USA) was used to 
read the proprietary format. Acceleration data were imported 

Fig. 2  a Raw acceleration data (blue signal) recorded in syn-
chronization with the stimulation amplitude (black stepped line). 
b Improvement in tremor estimated from the outcome measures 
extracted from accelerometer data (IQ) for the different stimulation 
current amplitudes (color figure online)
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and synchronized with the stimulation amplitude (Fig. 2, top). 
Correct synchronization was verified by visual inspection.

2.4.2  Outcome measures

To estimate the changes in tremor during intraoperative 
stimulation tests, the accelerometer data were analyzed in 
a windowed manner. Various factors such as the average 
duration per stimulation amplitude, the sampling rate, and 
the range of tremor frequency had to be taken into account 
in choosing the window length. Based on these factors, 
windows of 1–4 s of time length and 0–50 % overlap were 
tested, and a non-overlapping window of 2 s was found to 
be optimal for data analysis. For each measurement posi-
tion, outcome measures (standard deviation (1), signal 
energy (2), entropy (3), dominant frequency (4), and spec-
tral amplitude of the dominant frequency (5)) were extracted 
from data recorded during baseline and stimulation periods:

However, statistical tests showed that 3 outcome meas-
ures (standard deviation, signal energy, and spectral ampli-
tude of the dominant frequency) were more sensitive 

(1)

Standard deviation =

√

√

√

√

1

N − 1

N
∑

n=1

|xn − µ|2

with µ =

1

N

N
∑

n=1

xn

and N = Total number of samples

(2)Signal energy =

N
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2

(3)
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N
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the probability density function

(4)
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N

and k = 0, . . . ,N − 1

(5)

Spectral amplitude of dominant frequency = max(Xk)

where Xk =

N−1
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n=0

xne
−i2πk n

N and k = 0, . . . ,N − 1

toward changes in tremor [41], and only they were retained 
for further analysis. The extracted measures were graphi-
cally presented along with the stimulation current ampli-
tude for visual analysis. Once the stimulation test was 
completed, the time window representing the highest 
tremor in the baseline data was identified and selected. The 
measures (a set of all three) extracted from this baseline 
window were used to normalize (6) the respective meas-
ures extracted for the following windows obtained during 
the stimulation test.

Such normalization permitted a relative evaluation of 
tremor with changing stimulation current amplitude. The 
mean (7) of the normalized standard deviation, signal 
energy, and spectral amplitude of dominant frequency for 
any given window was termed as quantitatively calculated 
improvement in tremor or IQ (Fig. 2, bottom).

2.4.3  Comparative postoperative analysis

To establish the benefits of accelerometric tremor evalua-
tion during DBS over visual evaluation, the first step was 
to compare the improvement in tremor identified by the 
two methods. To compare the discrete levels of the rat-
ing scales used for visual evaluations to the continuous 
values of accelerometric evaluation and to eliminate the 
difference between the rating scales used by the two dif-
ferent centers, the improvement values were classified 
in 5 categories as described in Table 3. Since in Center 
1 the relative improvement in tremor was directly visu-
ally rated, the categories were easy to assign. In Center 
2, tremor severity was rated on the UPDRS scale, i.e., 
in absolute rather than relative terms (see Table 1 for 
details). In consequence, the baseline severity had to be 
considered to determine the corresponding improvement 
values. Table 3 shows the baseline-dependent classifica-
tion. As no patient had a baseline rating of 1, it is not 
listed in the table.

The classification of improvement values from visual 
evaluation (IV) was straightforward, as only one IV value was 

(6)

Normalized outcome measure

=

(

Baseline value− current value

Baseline value

)

× 100%

(7)

IQ =

1

3
×

(

Normalized

standard deviation
+

Normalized

signal energy

+

Normalized spectral

amplitude of dominant frequency

)
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available for each stimulation current amplitude. Because the 
quantitative improvement values (IQ) were calculated in a win-
dowed fashion, multiple values were available depending on 
the number of windows that were completely enclosed in the 
period of a given stimulation current amplitude. Therefore, for 
the classification as well as for the comparison with IV at any 
given stimulation current amplitude, the IQ values for the same 
stimulation current amplitude were averaged. To study the 
distribution (pairwise) of IV and IQ values, the Wilcoxon two-
sided signed rank test [50] was used to compare their popula-
tion mean ranks. Also, as IV and IQ are both tremor improve-
ment values, a positive linear correlation should exist between 
these two data sets. To check statistically for such a correla-
tion, Spearman’s test [45] was used.

In addition to comparing the improvement in tremor 
identified by the different methods, the IQ values were also 
used to identify effective stimulation current amplitudes. 
For every stimulation test position, the lowest stimulation 
current amplitude (mA) at which the IQ value was similar 
to the IV value (highest IV value for Center 2) was identified 
and termed as the quantitatively identified effective stimu-
lation current amplitude (AQ). The Wilcoxon two-sided 
signed rank test was used to compare AQ values to the visu-
ally identified effective amplitude (AV) values. To study the 
effect of using accelerometric evaluation of tremor on the 
implant position of the permanent DBS lead, the clinical 
staff was given the AQ values after implantation and asked 
to state where they would have implanted the permanent 
DBS lead on the basis of these values rather than AV values.

3  Results

The presented setup and method were successfully applied 
to the intraoperative stimulation tests in both the clinical 
centers. The data recording setup had certain failures during 
the surgery of 4 patients. While the synchronization failure 
for patient 6 was due to a software error, the loss of battery 

power for patient 13 was due to human error. The disconnec-
tion between the sensor and the software during the surgery 
for patient 11 was rectified after the surgery with the use of 
a cable loop on the plastic case of the sensor board. Also, the 
synchronization with the LeadPoint system highlighted prob-
lems of signal saturation. On the other hand, the data analysis 
techniques were successful in eliminating noise and in extract-
ing relevant information from the raw acceleration data.

In total, from all 15 patients, accelerometry data for 
359 stimulation current amplitudes (223 in Center 1; 136 
in Center 2) and the respective visually observed improve-
ment values in tremor were acquired and analyzed offline. 
The Wilcoxon two-sided signed rank test (p = 0.041) 
showed that for any given improvement in tremor, the IV 
and IQ values are not significantly different. The result of 
the Spearman’s test confirmed that for increasing improve-
ment in tremor, IQ and IV values increase in a correlated 
manner (R = 0.661, p < 0.001).

Figure 3a shows the counts of the quantitatively evalu-
ated improvement IQ as a function of the corresponding 
visually assessed improvement IV in terms of categories as 
defined in Table 3. For example, if for one stimulation cur-
rent amplitude, the change in tremor was visually assessed 
as average improvement (category C) and quantitatively 
as 70 % improvement (category B), then this evaluation 
would fall in the group CB (column 3, row 2) in Fig. 3. 
Ideally, all the evaluations would fall in one of the groups 
on the 45° diagonal, implying that both methods identify 
similar improvement in tremor for all the ranges. In fact, 
only 156 (43.5 %) evaluation pairs fell in the same category 
for both evaluation methods (Fig. 3b). Of the remaining 
203 evaluations, IQ values were lower than IV values for 93 
(26 %) (Fig. 3b, groups below the diagonal) and IQ values 
were higher for 110 (30.5 %) (Fig. 3b, groups above the 
diagonal). Further, 296 (82.5 %) of the evaluations fell in 
the same or adjacent categories (neighborhood, Fig. 3c), 
while the remaining 63 (17.5 %) evaluations showed dif-
ferences of at least 2 categories between the two values 

Table 3  Categories used for classification of tremor improvement for the different rating scales used for visual- and accelerometer-based evalu-
ations

a Details about the two different clinical scales are given in Table 1

Category Descriptive evaluation in 
tremor

Quantitative accelerom-
etry-based evaluation 
(IQ) (%)

Visual evaluation (IV)a

Center 1: Direct rating Center 2: Rating using absolute UPDRS

Baseline = 4 Baseline = 3 Baseline = 2

A Tremor arrest >87.5 4 0 0 0

B High improvement 75 ± 12.5 3, 3.5 1+,1,1−, 0+ 1−,0+ 0+
C Average improvement 50 ± 12.5 2, 2.5 2+,2,2− 2−,1+,1 1+,1,1−
D Limited improvement 25 ± 12.5 0.5, 1, 1.5 4−,3+, 3, 3− 3−,2+,2 2−
E No improvement/tremor 

worsening
<12.5 0 4 3 2
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(outliers, Fig. 3d). As mentioned in Table 1, in Center 1, 
only the maximum improvement in tremor was noted for 
every stimulation test. This, along with the higher number 
of patients from Center 1, creates a bias in the results as 
evident from the number of evaluations in category A for 
both IV and IQ values (Fig. 3a).

The comparison between effective stimulation cur-
rent amplitudes AV and AQ is depicted in Fig. 4. AQ val-
ues (mean ± SD: 1.1 ± 0.8 mA) were significantly lower 
(p < 0.001) than AV values (1.7 ± 0.8 mA). The considera-
tion of the acceleration data instead of the visual evaluations 
would have affected the choice of the chronic implant posi-
tion for the DBS lead. Out of the 26 (Center 1: 18, Center 2: 
8) choices, 15 (Center 1: 15, Center 2: 0) would have been 
different, and for 2 implantations (Center 1: 2, Center 2: 0), 
a position on a different trajectory would have been chosen.

4  Discussion

The aim of this study was to provide an assistive tool sup-
porting the neurologists in their tremor assessment during 
DBS surgery normally performed by visual inspection (the 
method now used in most centers). With the versatile sys-
tem based on accelerometry, improvement in tremor can 
be measured quantitatively and any evaluation performed 
during DBS surgery can be revisited and visualized. The 
system was specifically designed to be used in the operat-
ing room during stimulation tests through exploration elec-
trodes in different clinical centers, without impeding or 
prolonging the surgical procedure.

Some researchers have performed intraoperative quan-
titative evaluations to identify the best stimulation param-
eters for stimulating through the chronically implanted 

Fig. 3  a 5 × 5 Heatmap illustrating the number of evaluations fall-
ing in each category pair, based on Table 3. The intensity of gray is 
proportional to the number of evaluations. (Right) Subdivision of the 
heatmap of the left into 3 scenarios: b the ideal scenario would be 
that all the evaluations fall along the diagonal meaning that visual 

and quantitative evaluation are equal; c inclusion of the neighborhood 
around the diagonal, i.e., taking account as well variations of one cat-
egory between the two evaluation methods; d considering the outliers 
where the difference between the visual improvement and the quanti-
tative improvement is of at least two categories (color figure online)
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DBS lead. Journee et al. [14] performed intraoperative 
neurophysiological measurements with multiple sensors, 
including two uniaxial accelerometers, on a large patient 
cohort. They evaluated tremor by comparing it with a com-
mon baseline recorded before any incision. This method 
of comparison ignores the improvement in tremor that is 
often observed after insertion of the electrode but before 
any stimulating current is turned on (the so-called micro-
lesional effect [24]). A baseline recording performed before 
each stimulation test, as in the current method, is necessary 
to have an accurate objective evaluation of improvement in 
tremor. Papapetropoulos et al. [27] used the commercially 
available CATSYS system (Danish Product Development 
Ltd., Snekkersten, Denmark) to evaluate the best stimula-
tion parameters for PD patients undergoing DBS immedi-
ately after the DBS lead was placed in the brain. However, 
their method required the active participation of the patient 
by holding the tremor pen in a certain position, and the 
patients were given practice time to familiarize themselves 
with the testing procedure. Varying levels of familiarity 
with the system increase the subjectivity of such evalua-
tions. In the method presented here, the acceleration data 
were recorded passively and in parallel to the routine visual 
evaluation.

Quantitative evaluation of improvement in tremor with 
accelerometers depends heavily on the filtering param-
eters used and the outcome measures extracted from the 
data. Gravity also has an effect on the data measured by 
the accelerometer [30] and therefore has to be corrected for 
before any outcome measures are extracted. In contrast to 
previously proposed methods, in which the effect of grav-
ity was not suppressed, our method uses a cutoff frequency 

of 2 Hz for the smoothness-priors detrending method 
which has been shown to suppress the effect of gravi-
tational acceleration on the raw data [20]. With regard to 
the outcome measures, as Papapetropoulos et al. [27] used 
a commercial system; they were restricted to the outcome 
measures available from it, i.e., tremor intensity, center fre-
quency, its standard deviation, and harmonic index. Journee 
et al. [14] relied on spectral outcome measures without any 
filtering of the data. Additionally, they extracted temporal 
outcome measures from displacement estimated from the 
accelerometer data after double integration, which also 
significantly amplifies the noise in the accelerometer data 
[49]. In contrast, the linear outcome measures (temporal 
and spectral) like the ones proposed in this study have been 
shown to correlate with the UPDRS tremor scores during 
routine non-surgical clinical evaluation [20].

The use of our method in 15 patients in 2 different cent-
ers has already revealed some of its benefits and limita-
tions. The complete setup was initially designed for use 
with the MicroGuide Pro system and later adapted for use 
with the LeadPoint system. Imperfect adaptation might 
underlie the signal saturation that was initially observed 
during synchronization with LeadPoint system but subse-
quently eliminated after the present study was conducted 
by modification of certain parameters in LemurDBS. This 
experience only underscores the need to test any quantita-
tive symptom evaluation method in multiple clinical cent-
ers. A clear advantage of the method is the absence of any 
patient discomfort. The acceleration sensor is easy to attach 
to the patient’s affected (usually upper) limb and to remove 
from it afterward; aside from patient comfort, this also 
ensures that the device does not block the surgical team’s 
access to any part of the patient’s body if needed (for inser-
tion of new intravenous lines, etc.).

The comparison of improvement in tremor identified 
visually (IV) with that calculated from the acceleration data 
(IQ) is shown in Fig. 3. It must be noted, however, that a 
categorization of evaluations based on Table 3 results in 
loss of information, partly because of the large ranges of 
quantitative improvement values for each category and 
also because any worsening in tremor is also categorized 
in E, i.e., “No change/tremor worsening.” Despite this loss 
of information, the number of evaluations in each category 
provides a better understanding of the similarities and dif-
ferences between the two tremor evaluation methods. The 
results show that for 43.5 % of the evaluations, both the 
methods identified similar improvement in tremor, i.e., IV 
and IQ values fell in the same category (Fig. 3b). In prac-
tice, however, minor changes in tremor are difficult to esti-
mate visually, especially when the baseline tremor is small. 
Therefore, it is plausible that IQ values would be in the 
same category as the IV values, or at least in a neighbor-
ing category. In this scenario, 82.5 % of the evaluations are 

Fig. 4  Box plot comparing the effective stimulation current ampli-
tudes identified from visual evaluation (AV) and quantitative evalu-
ation (AQ). The lower whiskers indicate 5th and the upper whiskers 
95th percentile of the values
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either in the same or neighboring categories (Fig. 3c). The 
remaining 17.5 % of evaluations show very large differ-
ences between the visual evaluation and the accelerometric 
evaluation (Fig. 3d).

One of the primary objectives of intraoperative stimula-
tion tests is to identify sites where stimulation suppresses 
tremor. The high number of evaluations in the AA group 
would indicate that both methods can be used for this 
purpose. However, considering that the total number of 
the evaluations where only one of the methods indicated 
tremor arrest (AB, AC, AD, BA, CA, and DA) is 76, it 
seems that a small residual tremor might not always be 
visually identified. As both methods estimate change in 
tremor compared to a baseline condition, the difference in 
estimation by the two methods may be a result of different 
choices of baseline. The visual evaluation is based on the 
complete baseline activity before test stimulation, whereas 
the accelerometric evaluation is based on the worst tremor 
(2 s long) in the whole baseline recording. Further, it may 
be possible that in case of very low baseline tremor, it was 
considered as suppressed by visual estimation, while the 
accelerometric evaluation only measured 50 % improve-
ment. Another possible reason for such differences might 
be that the evaluator did not retain an accurate memory of 
the observed baseline tremor while performing the evalu-
ation. This emphasizes the need of an evaluation system 
that lets the evaluator re-check the severity of tremor at any 
time during the surgery. Previous studies proposing quan-
titative evaluation methods have shown similar findings 
[14, 27, 36] suggesting that the limitations of current visual 
evaluation methods could be overcome by supplementing 
them with quantitative methods.

The impact of quantitative tremor evaluation on the DBS 
surgery can be gauged by its influence on surgical decision 
making, i.e., the choice of the site where the chronic DBS 
lead is finally implanted. One of the factors that influence 
this choice is the therapeutic window, i.e., the difference 
between the amplitude of stimulating current that results 
in an appreciable clinical effect and the side-effect thresh-
old. As evident from Fig. 4, the quantitatively identified 
amplitude for effective stimulation (AQ) tends to be lower 
than the corresponding value obtained by visual evalua-
tion (AV) and is thus associated with a wider therapeutic 
window. The evidence of this expansion in range affecting 
the choice of chronic implant position is provided by the 
results of comparison between clinical choices and choices 
based on quantitative data for the chronic implant position. 
The results show a stark difference in the choices between 
Center 1 and Center 2 because of the differences in the 
method of choosing the chronic implant position (Table 1). 
In Center 1, the stimulation test position among a group 
of adjacently located positions with large therapeutic win-
dow is chosen as opposed to Center 2, where the deepest 

effective stimulation test position is chosen. Also, as the 
number of stimulation tests per hemisphere is lower in 
Center 2, the choice of chronic implant position of the DBS 
lead would be less influenced by the accelerometer-based 
improvement values. A clinical study would be needed 
to determine the impact of different methods of choosing 
the chronic implant site on the ultimate clinical efficacy of 
stimulation.

We infer from our data analysis that the recording of 
a sufficient amount of baseline data is important. In the 
case of insufficient baseline data (<5 s) at a position, the 
analysis has to be done with the baseline from the previ-
ous position. However, this scenario does not significantly 
limit the method. Additionally, as the data analysis is per-
formed with windows of 2 s, each stimulation tests at any 
particular amplitude should be longer than that to increase 
the reliability of the result. A shorter duration might result 
in an incorrect identification of the effective amplitude of 
the stimulating current. Such errors will be smaller if the 
current is raised in smaller increments.

The results of this study show that our quantitative 
tremor evaluation method can help improve the placement 
of the chronic DBS lead. As a next step, a visualization tool 
will also be added to the software to allow the surgical team 
to see the results superimposed on the patients’ brain scans 
(MRI or CT). To allow automatic identification of effective 
stimulation current amplitudes, thresholds for the quantita-
tively calculated improvement in tremor will be identified. 
For patients with Parkinson’s disease, the quantification of 
tremor alone may not be sufficient. Rigidity is also present 
in these patients and is clinically evaluated during DBS sur-
gery. Moreover, rigidity seems to be less affected by other 
factors like psychological stress, pain, alertness, microle-
sioning effects. Thus, in patients with Parkinson’s disease a 
quantitative evaluation of rigidity is also needed for a com-
prehensive quantification of stimulation test results. Rigid-
ity can be measured with intraoperative accelerometry as 
well [42].

Recent years have seen the development and marketing 
of new types of DBS leads. The idea of directional stimula-
tion [5, 19] has been extensively researched, and new leads 
[6, 31] are already undergoing clinical trials. With the aid 
of quantitative methods as proposed in the current study, 
a more robust comparison can be made between different 
stimulation parameters and positions, and the time needed 
for testing may be shortened. Another area of increasing 
research is closed-loop DBS. Closed-loop systems have 
been proposed that are based not only on electrophysiologi-
cal signals [10], but also on EMG and acceleration signals 
of tremor [3]. For such technologies to be practically useful 
and rapidly applicable, intraoperative quantitative evalua-
tions of disease manifestations such as tremor and rigidity 
might play an important role.
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5  Conclusion

In this paper, we describe a new method in which an accel-
eration sensor is used for the quantitative evaluation of 
improvement in tremor in patients undergoing DBS for 
movement disorders. The method can be used in differ-
ent surgical centers with little or no change of the system 
setup. It improves upon the previously proposed methods 
by using better filtering techniques and outcome measures 
that correlate with tremor severity. Accelerometry-based 
tremor evaluation widens the apparent therapeutic window 
of stimulation for tremor; it can therefore alter the explora-
tory test stimulation results and thus affect the choice of site 
for chronic DBS lead implantation. In the present study, 
the site of chronic lead implantation would have been dif-
ferent in 60 % of cases if the surgeons had been allowed 
to consider the accelerometric evaluations instead of the 
subjective visual evaluations of tremor. Our preliminary 
results suggest that the limitations of the current clinical 
rating methods can be overcome by supplementing them 
with objective evaluation methods and, in turn, improve 
the determination of the optimum site for lead placement. 
To confirm the present findings, the method will have to be 
used in more patients undergoing DBS surgery.
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